Aorto-pulmonary artery disruption following acute type-A aortic dissection repair with the use of BioGlue®.
We report an extremely rare complication of a delayed aorto-pulmonary artery wall disruption with false aneurysm formation after repair of acute type-A aortic dissection with BioGlue®. The potential role of BioGlue® in this complication is the subject of this report.